
ProstatF Electrode 

(Insulated) 

This is arranged to de¬ 
liver the eleetr.c discharge 
exactly over the prostatic 
Gland. There is no waste 
of current where the Elec¬ 
trode enters the orifice. 

Cat. No. 86667/25 11 /b each 

Rectal Dilator Electrode 

The use of these Elec¬ 
trodes is sufficiently in¬ 
dicated by their name. 
Cat. No. 86667/26 

l" diam. 91- 
Cat. No. 86567/27 

1" diam. 10/6 
Oat. No. 86667/23 

Insulated 12/6 


DENTAL ELECTRODES. 


These Electrodes have been specially designed for Dental work and are the 
outcome of many years’ experience with th is application of High-r requency 
currents which has placed at the disposal of the Dentist so powerful a curative 
process. The advantages of our new Insulated type Electrode are of great 
importance to the Dentist who frequently requires to use the same Electrode 
manv times daily on different patients. The fact that they can be so readily 
sterilised by immersion saves time and increases efficiency and safety. The 
use of Insulated Electrodes gives greater comfort to the patient as it prevents 
any sparking from the Electrode to the lips and tongue. 


Cat. No. S6667/41. 

Cataphoretic 

Insulated. 
For Front Teeth. 
Cat. No. 86667/42. 

Cataphoretic 

For Back Teeth. 
Cat. No. 866G7/43. 

Local 

Insulated. 
Cat. No. 86667/44. 

Gum 

Insulated. 
Cat. No. 86667/45. 

Pyorrhoea 

Insulated. 
Cat. No. 866G7/46. 

Cavity 

Insulated. 
Cat. No. 86667/47. 

Side and Front Gum 

Cat. No. 86667/48. 

Side Gum 

8/- each. 




This attachment has been ^designed 
for use with any of the standard High- 
Frequency sets. 

This Inhaler will be found to give in¬ 
stant relief to all sufferers from Bron¬ 
chitis, Nasal Catarrh, Asthma, Hay 
Fever, Influenza, and in fact all 
Bronchial complaints. 

DIRECTIONS FOR USE. 

Holding the Inhaler in a vertical posi¬ 
tion, remove the round glass bulb. Fill 
the Inhaler with Ozone Inhalent up to 
the glass side arm which connects with 
the rubber bulb, but no higher. Great 
care should be taken that no liquid runs 
down the outside of the glass, as this 
might get into the Applicator Handle, 
and cause damage. Now replace the 
glass bulb and insert the plated end 
into the Applicator Handle, turning 
gently until it is felt to engage in the 
square socket. Grasp the Applicator 
Handle as low down as possible and 
turn on the current. The Violet Ray 
will now appear inside the tube. 
Press the double nozzle up the nose 
without using any force, and work the rubber bulb as if it were a scent spray. 

The effect of High-Frequency is to generate large quantities of pure Ozone, 
and a mixture of Ozone and Pine Vapour is driven right to the back of the 
nose and down into the lungs. 

The special metal clip wilh flexible lead and grip on the rubber bulb is one of 
the most important assets of this appliance. By this means only is the pure Ozone 
generated—as will be apparent if the inhaler is used without the li L uid inhalent — 
and appliances lacking this essential do not fulfil the o^one producing requirements 
implied in the description of the electrode. 

To derive the full benefit from the Inhaler, breathe in through the nose and 
out through the mouth. After use, empty the liquid back into the bottle 
before replacing Inhaler in its box. Do not lay the Inhaler on its side while 
it is full of liquid. 

Cat. No. 86667/29. Price of Inhaler, 35/- complete, and packed in strong 
cardboard box. 

Cat. No. 86663. Special Inhalent, 4/- per bottle. 

THE USE OF OZONE IN THE HOME. 

When one realises the amount of weakness and suffering which could be 
prevented simply by generating Ozone in the home, it is amazing that people 
attempt to carry on without a High-Frequency Set. 

It heals cuts. It cleanses suppurating wounds—pus simply disappearing in 
its presence. It prevents colds and catarrh, and hastens their cure if con¬ 
tracted. It prevents Diphtheria. It is a strong antiseptic and deodorant. It 
should be used to augment and purify the atmosphere when anyone is ill with 
Bronchitis, Pneumonia and other lung affections. 





We have pleasure in introducing a complete range of best 
quality High-Frequency Electrodes. These have been specially 
designed on data secured after long experiment and they incor¬ 
porate features giving a higher efficiency than any other 
Electrode on the market. 

All Electrodes are guaranteed to be made of the finest crystal 
glass with our standard velvet finished exteriors. 

They are exhausted to the correct degree of vacuum and 
thoroughly tested to give a full and even discharge over their 
entire length. They may be used continuously without over¬ 
heating. The metal ends are of our Standard Universal 
pattern, to fit any holder, square or round. 

After exhaustive tests we have been able to produce an effi¬ 
ciently Insulated Electrode particularly adapted for Dental 
work. The method of construction, which is covered by Patent, 
enables Electrodes to be thoroughly sterilised by immersion in 
any ordinary antiseptic liquid. This was not possible with 
the old double tube variety. 

Electrodes are entirely British made and warranted to 
give maximum output . 






Leaflet No. H.C. 601. 


===== 

4Cm! 10/30 B. & S., Ltd. 


































































































iWAN HIGH-FREQUENCY <violet=ray) ELECTRODE! 

All our Electrodes are British Made and guaranteed to give complete satisfaction 


Surface Electrode 

For use on any part of the face, body or 
limbs. This Electrode is the most useful 
of all and should form part of every high- 
frequency equipment. 

Cat. No. 86657/1 . 



4 /- each 



Roller Electrode 

A very useful general purpose Electrode 
constructed for ease and perfection of per¬ 
sonal treatment on all parts of the skin. 
The roller is loose—rolling over the skin 
without friction—and the whole Electrode 
is designed to ensure the full discharge 
from the roller portion only, thus eliminat¬ 
ing sparking from other points. Very 
suitable for parts of the body difficult of 
access—shoulders and back—and for long 
standing oomnlaints where lengthy and 
intense treatment is demanded. 


Cat No. 86667/3 



16/6 



Internal Throat Electrode 

(Insulated) 

This is specially designed for use inside 
the throat. For ulcerated sore throat, 
Tonsilitis and other Throat complaints. 

Cat. No. 86667/5 . 


8/6 each Cat. No. 86667/6 ... 


Intensifying Electrode 

Constructed so as to give a more in¬ 
tense discharge than No. 86657/1, it is 
therefore specially useful for reaching 
deep-seated muscles and organs, and 
also for treating the joints for 
Rheumatism, etc. 

Cat. No. 06667/2 . 14/6 each 



Rake Electrode 

(Use as No. 86667/C) 

Cat. No. 86667/7 . G/- each 


External Throat Electrode 

Shaped to fit round the outside of the 
throat, a considerable area can be 
treated at once. Its effect is to reduce 
redundant flesh and stimulate the or¬ 
gans of the throat, it is very useful 
in cases of Goitre. Sore Throat, and for 
ailments of the Tonsils. 

Cat. No. 86667/4 . 7/6 each 




Comb Electrode 

These Electrodes are used for treating 
the hair and scalp. They are very 
effective for Falling Hair, Dandruff, re¬ 
storing natural colour and invigorating 
the hair growing system generally. 


Fulguration Electrode 

This is constructed so as to give a spark 
of strength sufficient to deal with corns, 
warts and similar growths, it is very efficient 
and usually a few applications only are re¬ 
quired. 


6/- each Cat. No. 86667/12 ... 


7/6 




This is made to fit comfortably over the eye. 
Inflammation of the Eyelid has been treated 
with marked success in a great number of 
cases. This Electrode gives excellent tonic 
effects on the eyeball and optic nerves. 

Cat. No. 86667/10 . 7/6 each 


Dpuble Eye Electrode 

(Use as No. 86667/10) 

Cat. No. 86667/11 . 12/- each 



eaeh Cat. No. 86667/13 


7/6 



For all spinal treatments where increased 
blood pressure is required. The Electrode is 
formed so as to give equal effects on both 
sides of the spinal column simultaneously. 

Cat. No. 86667/9 . 7/6 each 


Ear Electrode (insulated) 

Similar to No. 86667/13, but shaped suitably for 
reaching into the ear. Very useful in cases of 
partial deafness and discharge from the ear. 

Cat. No. 86667/14 . 8/6 each 



Tongue Electrode 


This is a plain Electrode (not insulated) made 
for use inside the mouth. It is also of service 
in places where No. 05667/1 could not be employed 
?o conveniently. 0 r* 

Cat. No. 86667/16 .O O each 



Vaginal Electrode (insulated) 

These Electrodes are used for any inflammatory 
disease of the vagina. * r\ in 

Cat. No. 86667/18 . 10/0 each 

*s above, hot insulated. 

Cat. No. 86667/19 . 12/6 each 


Nasal Electrode 

(Insulated) 

For Nasal Catarrh and other ailments re¬ 
quiring treatment within the nasal cavities. 
The insulated stem ensures the electric dis¬ 
charge taking place at the extremity of the 
Electrode and prevents sparking at the point 
where it enters the nose. 



each 


Vaginal Perforated Electrode 


This is an insulated Electrode cf the double tube 
type, having a number of holes in the outer 
tube. The electric discharge acting across the 
space between the inner and outer tubes 
generates ozone which is set free at the end of 
the Electrode. ^ ~ ir% 

Cat. No. 86667/20 . 16/6 each 



Metal Saturator 

This Electrode is held by the patient while the 
operator diaws electricity to any part of the 
body by m-:ai s cf massage with his fingers or a 
vacuum Electrode. The Saturator passes a very 
strong current which g,ves powerful tonic effects. 
Even without massage this Electrode causes a 
very pleasant and invigorating sensation of 
warmth over the whole body. 

Cat. No. 86667/15 . 


4 /- each 



Urethral Electrode 

For use in the Urethral passage, No. 86667/17 is 
recommended, as the insulated stem causes the 
current to be delivered, without waste, to the 
point which it is desired to treat. 

Cat. No. 86667/17. 9 /- each 



Rectal Electrode 

Specially recommended for the treatment of 
He ’ 


hemorrhoids. 
Cat. No. 86667/21 
Cat. No. 86657/22 
Cat. No. 86667/23 
Cat. No. 86667/24 


... r ... 
... 1 " ... 
... lh" ... 
(Insulated) 


9/6 each 
10/6 each 
11/6 each 
12/6 each 


Handle Type Electrodes.— All the foregoing types can be supplied to order in “Handle Type,” i.e., the plain glass evacuated electrodes without the metal ends. These are used in the following manner :—Instead of the chosen electrode being inserted in the handle of the high- 
frequency set, the operator inserts the Metal Saturator (No. 86667/15), and, holding this in one hand, operates with the Handle Type Electrode in the other hand. This tones down the discharge and with the absence of the electrode handle near the point of treatment, allows 
for more meticulous operation. The prices of Handle Type Electrodes are the same as for standard types, but special mention should be made Wiien ordering, and the letter “ A ” added to the catalogue number. 

Tinsel Filled Electrodes. —Tinsel Filled Electrodes last indefinitely, until the glass is smashed, thus eliminating replacement costs. They give a very mild yet penetrating discharge, and where heavy daily use is required, fulfil an economical and popular demand. Prices of 

special types upon application. 

Manufactured from the finest grade of English Crystal—the Best in the World ! 



















































































































































































